Air Quality Sensor Performance Evaluation Center
Evaluation Summary

e Opverall, the accuracy of the PA-I Indoor sensors increased with increasing mass
conc. for PMi 0. The accuracy of the PA-I Indoor sensors was negative at low
PMi,0 mass conc. and faitly constant for PMa 5 mass conc. > 50 pg/m3. The PA-I
Indoor sensors undetrestimated PM1 at PMjmass conc. > 50 pg/m3 and
overestimated PMaz5 measurements from GRIMM in the laboratory experiments.

e The PA-IIndoor sensors exhibited high precision for all T/RH combinations
and all PM concentrations.

e The PA-I Indoor sensors (IDs: 29D1, A3CA and BBI9F) showed low intra-model
variability.

e Data recovery was ~ 100% from all units in the field and in the laboratory.

e TFor PMas, the PA-I Indoor sensors showed strong correlations with FEM BAM
from the field ( PM2s R2 ~ 0.75) and very strong correlations with GRIMM in
the laboratory studies (R2 > 0.99 for PM1,9 and PMz5).

e Evaluation results for PMjo are pending due to the current pandemic situation
and will be added to this report when ready

e The same three PA-I Indoor units were tested both in the field (1ststage of
testing) and in the laboratory (2nd stage of testing).

Fleld Evaluation Highlights

Deployment petriod 02/15/2018 - 04/25/2018: the three PA-I Indoor sensors
showed strong correlations with the PMa 5 mass concentration as monitored by
FEM BAM . PMjomass conc. showed weak correlations with the corresponding
FEM BAM data

e The units showed low intra-model variability and data recovery > 99.5%.
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Laboratory Evaluation Highlights

Accuracy (PMQ) Accuracy was evaluated by a

_ |X-R| concentration ramping
A (%) =100 — —==100 experiment at 20 °C and 40%.
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100% represents high precision.

Sensor’s ability to generate precise measurements of PMa 5 concentration at low, medium, and high pollutant levels
were evaluated under 9 combinations of T and RH, including extreme weather conditions like cold and dry (5 °C and
15%) cold and humid (5 °C and 65%), hot and humid (35 °C and 65%), or hot and dry (35 °C and 15%).

Coefficient of Determination

PurpleAir PA-l Indoor vs FEM GRIMM (PM, 5 mass The PA-I Indoor sensors showed very
conc. ramping, 20°C, 40% RH) strong correlations with the corresponding
500 ——FEM GRIMM ——29D1 ——A3CA BBOF FEM PM;;5 data (R2 > 0.99) at 20 °C and
‘ 40% RH.
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All documents, reports, data, and other information provided in this document are for informational use only.
o Mention of trade names or commercial products does not constitute endorsement or recommendation. As a Gov-
ernment Agency, the South Coast AQMD and its AQ-SPEC program highly recommend interested entities to
make use and purchase decisions based on the requirements of their study design, the technical aspects and fea-
tures of their specific project applications.




